Comparison of two rapid biochemical tests and four chromogenic selective media for detection of carbapenemase-producing Gram-negative bacteria.
We evaluated RAPIDEC® CARBA NP, Neo-Rapid CARB, chromID® CARBA SMART (CARB/OXA), Brilliance™ CRE/ESBL, ChromArt CRE and BBL™ CHROMagar™ CPE for the detection of carbapenemase-producing bacteria. The analytical sensitivity of RAPIDEC® CARBA NP was better than that of Neo-Rapid CARB. A combination of carbapenemase and ESBL screening plates could be advantageous.